1. Introduction {#section.0010}
===============

In the 21st Century, integrated and automated bioanalytical systems are going to play leading roles in medical, food, agricultural, environmental, and biodefense testing. At present, blood glucose and pregnancy testing along with antibody-based infectious diseases and biological warfare agent detection have a major share in this multi-billion-dollar market. In the coming years, thanks to the success of various genome projects and the advancement of nucleic acid (NA)-based molecular techniques, nucleic acid testing (NAT) will bring revolutionary changes to this rapidly growing biochip sector. These NA-based micro/nanoanalyzers are expected to offer much higher sensitivity and specificity than non-NA-based technologies.

Since the early work of deoxyribonucleic acid (DNA) manipulations in microchips by Northrup et al. [@bib1] and Woolley et al. [@bib2], tremendous research activities have been carried out to miniaturize the conventional DNA analytical procedures in microchip platforms. These microdevices enjoy the miniaturization advantages of small size, low sample, reagent and power consumption, enhanced analytical performance (e.g. shorter assay time), and high level of integration. An ideal microanalyzer should feature sample in result out kind of automated operation, without any human intervention between individual assay steps. There are three essential components in a complete DNA assay protocol, which include sample preparation, target amplification, and product detection. The implementation of these functionalities on-chip has been individually optimized prior to their final integration. For instance, Northrup et al. developed DNA amplification chips [@bib1], [@bib3], whereas Woolley et al. developed capillary electrophoresis (CE) chip [@bib2]. Afterwards, they combined the two modules to form a microfabricated DNA analysis device [@bib4]. Wilding et al. was another example, they studied microchambers for DNA amplification [@bib5], [@bib6], [@bib7] and microfilters for cell separation [@bib8], [@bib9] separately first. Again, these amplification and preparation functionalities were later integrated onto a single microchip [@bib10].

In the past decade, many integrated DNA analyzers have been developed [@bib11], [@bib12], [@bib13], [@bib14], [@bib15], [@bib16], [@bib17], [@bib18], [@bib19], [@bib20]. Of utmost importance, some of these technologies have been successfully commercialized, bringing clinical and on-site NAT into a reality. Companies engaged in this business include Affymetrix (GeneChip^®^ Instrument System [@bib21]), Agilent Technologies (2100 Bioanalyzer [@bib22]), Alderon Biosciences (AndCare 100/800/9600 Portable Electrochemical Instruments [@bib23]), Caliper Life Sciences (LabChip 90 Electrophoresis System [@bib24]), Cepheid (GeneXpert^®^ System [@bib25] and SmartCycler^®^ System [@bib26]), eBiochip Systems (Electrical Array Analyzer [@bib27]), Gen-Probe (Direct Tube Sampling System, DTS^™^ [@bib28]), Idaho Technology (Ruggedized Advanced Pathogen Identification Device, R.A.P.I.D.^®^ [@bib29] and RAZOR Instrument [@bib30]), IQuum (Liat^™^ System [@bib31]), Nanogen (NanoChip^®^ Molecular Biology Workstation [@bib32]), Nanosphere (Verigene^™^ Platform [@bib33]), Roche Molecular Diagnostics (COBAS AMPLICOR^™^ Analyzer [@bib34]), just to name a few. Most of these instruments have already been widely utilized in central, clinical, and research laboratories, but have not been applied to patient\'s bedside, doctor\'s office or battlefield settings yet. This is partly due to the large footprint of these systems, which is attributed to the inclusion of supporting equipment such as pump, thermal cycler, optical detection system, etc.

To date, a number of reviews on micro total analysis systems (μTAS) for NAT have been published [@bib35], [@bib36], [@bib37], [@bib38], [@bib39], [@bib40], [@bib41], [@bib42], [@bib43], [@bib44], [@bib45]. These general reviews put much emphasis on the state-of-the-art integrated devices, in particular, CE and microarray technologies, which are not targeted for point-of-care (POC) diagnostics and on-site testing. If future handheld NAT devices would like to gain the acceptance like that of the glucose meter, additional attention should be given to the simplicity, versatility, and multiplexing capability of the systems. In this review, we focus on technologies that are promising in realizing future portable DNA analyzers for POC testing of infectious diseases (e.g. human immunodeficiency and hepatitis C viruses), on-site food and water monitoring (e.g. severe acute respiratory syndrome (SARS)-associated coronavirus in avian stock and *Escherichia coli* O157:H7), as well as bioterrorism agents detection (e.g. *Bacillus anthracis*). The organization of the following contents is based upon the three basic DNA processing modules of sample preparation, target amplification, and product detection. All relevant on-chip techniques will be covered, except that the product analysis is limited only to electrical/electrochemical detection strategies, which are well suited for total system miniaturization. It should be noted that most of the on-chip sample preparation and DNA amplification techniques were developed before year 2001, while many elegant electrochemical detection schemes were developed after 2001. Finally, directions in the future developments of these DNA-based bioanalytical microsystems are discussed.

2. Sample preparation {#section.0015}
=====================

The purpose of sample preparation in NAT is to obtain nucleic acids, which can be DNA and/or ribonucleic acid (RNA), of sufficient purity and integrity from raw samples for subsequent amplification and detection. In a conventional setting, it consists of quite a number of steps for cell isolation and lysis followed by NA extraction and purification [@bib46]. Depending upon the sample type, NA concentration, and tolerance of the amplification system, different protocols are needed to prepare amplification-ready samples via the simplest and fastest route. A diagram showing these processing flows is given in [Fig. 1](#fig1){ref-type="fig"} . The easiest situation is that the sample can be directly added to the amplification mixture, without any pretreatment step. This is only applicable to "clean" samples having negligible amount of substances that inhibit the enzymatic target sequence amplification. The cell isolation step is used to select or enrich certain cell types from a complex sample and at the same time to eliminate all other interfering substances. This is particularly important when rare cell detection is encountered. Take the analysis of whole blood as an example, it is a routine practice to isolate the white blood cell (WBC) from the red blood cell (RBC) as the latter one inhibits the amplification step. The cell lysis step, which is divided into chemical and physical means, is introduced to break down the cell membrane and free the NA. Chemical lysis makes use of detergent (sodium dodecylsulfate) or chaotropic agent (guanidinium hydrochloride) whereas physical lysis relies on mechanical, thermal, and electrical means. NA extraction and purification steps are required after the chemical lysis step as the reagents used are not compatible with the amplification system.Fig. 1Diagrammatic representation of the processing flows in sample preparation.

The above-mentioned manipulations are very laborious and time-consuming, and the miniaturization of these functionalities on-chip has long been a challenging task [@bib47], [@bib48], [@bib49]. For microchip-based cell isolation, differences in size, charge, and cell-surface properties of different cell types are the driving forces of separation. Wilding et al. demonstrated the use of silicon-based microfilters for the separation of micron-sized particles and cells. A few designs were investigated including arrays of microposts, tortuous channels [@bib8], comb-shaped filters [@bib9], and weir-type filters [@bib10], [@bib15]. A cartoon illustrating the separation of WBC from whole blood with a 3.5 μm-weir-type filter is shown in [Fig. 2](#fig2){ref-type="fig"}A. The size of WBC is too large to pass the microfilter, while RBC can easily penetrate through the gap. In addition, this isolation chamber was used as the amplification chamber, simplifying the complexity of the design of the integrated chip. It should be noted that for certain applications and cell types (e.g. WBC and *E. coli*), the isolated cells could be immediately introduced to the amplification mixture, in which they are thermally lysed [@bib10], [@bib12], [@bib19]. Another well-studied microscale cell separation technique is based on dielectrophoresis (DEP), which deals with the electrical polarization effects applied to different cell types in an inhomogeneous alternating current (a.c.) field [@bib50]. The migration directions of different cell types are determined by the dielectric properties of the cells including applied a.c. field, morphology, structural architecture, electrical double layer associated with surface charge, and many other factors. DEP has been employed for the on-chip separation of a wide variety of biological cells like bacteria [@bib51], [@bib52], cancer cells [@bib53], [@bib54], stem cells [@bib55], and leukocyte subpopulations [@bib56]. An example of DEP-based separation of *E. coli* from a cell mixture is shown in [Fig. 2](#fig2){ref-type="fig"}B. Effort has also been made to integrate DEP-based sample preparation unit with amplification unit [@bib57]. Yet another cell isolation strategy is based on the use of paramagnetic particles [@bib58], [@bib59]. The idea is to coat the surface of the paramagnetic particle with antibody against specific cell surface antigen. The isolation of specific cell types can simply be achieved by mixing the antibody-coated magnetic beads with the sample, followed by a magnetic separation step and adequate washing. Liu et al. reported *E. coli* cell isolation from whole blood using the immunomagnetic bead approach in an integrated polycarbonate microdevice [@bib20]. In this plastic chip, the cell isolation chamber is also used as the amplification chamber. Recently, Landers and co-workers reported a novel scheme for the separation of sperm and epithelial cells in a microfabricated device. This separation utilized the differential physical properties of the cells, resulting in settlement of the epithelial cells to the bottom of the inlet reservoir and subsequent adherence to the glass substrate. Thus, the sperms cells were separated from the epithelial cell-containing biological mixture at low flow rates.Fig. 2(A) Schematic of weir-type filter. A 3.5-μm gap between the top of the etched silicon dam and the Pyrex glass cover provides active filtration of cells based on size. Adapted from ref. [@bib10]. (B) The separation result of *E. coli* from a mixture containing human blood cells by means of dielectrophoresis on a microfabricated bioelectronic chip. Adapted from ref. [@bib51].

A number of schemes have been developed for cell disruption in conventional formats, which include chemical, mechanical, thermal, and electrical formats. Some of these schemes have been directly miniaturized for chip-based cell lysis. For example a minisonicator was built by Belgrader et al. to rapidly disrupt bacterial spores mechanically [@bib60], [@bib61]. Thermal lysis can be easily adapted to microfabricated amplification systems as the initial high-temperature step (∼95 °C) employed to denature the double-stranded (ds) DNA template is powerful enough to open up the cell membranes [@bib10], [@bib12], [@bib19]. Electrical lysis of isolated cell on microelectrode was achieved by applying a series of high-voltage pulses [@bib51]. Kellogg et al. developed chip-based chemical lysis procedure with sodium hydroxide, the lysate of which was neutralized prior to the amplification step [@bib62]. Another common chemical lysis protocol with the use of chaotropic agent has also been implemented on microfabricated devices. This step must be followed by NA extraction and purification steps to eliminate the chaotropic agent, which will be discussed in the next paragraph. Besides miniaturizing the conventional formats, other novel schemes have been devised to improve the cell disruption process. One such example was based on a microfluidic filter with nanostructured barbs created using a modified deep reactive ion-etching process, permitting a highly effective yet reagentless mechanical lysis platform [@bib63].

Many NA purification kits are now commercially available for isolating DNA from cell lysate. These kits typically utilize some form of silica gel, glass matrix, or membrane as the NA capture medium. For silica-based method, NA adsorbs to its surface at high concentration of chaotropic salt, while molecules such as protein and polysaccharide do not adsorb and are removed. The adsorbed NA is then eluted under low-salt condition and is ready for amplification. Attempts have been made to implement these strategies on-chip by confining cellulose [@bib13], silica bead [@bib64], silica bead/sol--gel hybrid [@bib65] in microchannels. Micromachined pillar structures of silicon dioxide [@bib66], [@bib67] and photoactivated polycarbonate [@bib68] surfaces have also been proved to be efficient capture media for NA extraction and purification.

3. Target amplification {#section.0020}
=======================

The amount of NA obtained after the sample preparation step or directly from the raw sample is usually too minute for immediate identification and quantification. Typically, an enzymatic amplification step is carried out to replicate defined target sequence in vitro. The most common one is the polymerase chain reaction (PCR) [@bib69], which was invented by Mullis et al. [@bib70] in 1986. It consists of three basic steps. The first step is denaturation, in which a dsDNA molecule is heat separated to two single strands at a temperature of ∼94 °C. Then, the temperature is cooled to 55--65 °C, at which two oligonucleotide primers (∼20 nucleotides), which flank the target region, bind in a complementary fashion to the two single strands (annealing). After that, the temperature is increased to 72 °C for optimum extension of the primers (successive additions of deoxynucleotide triphosphates, dNTPs) with *Thermus aquaticus* (Taq) DNA polymerase. At the end of each thermal cycle, the amount of target sequence doubles. In a typical 30-cycle PCR, the target sequence can theoretically be copied for a billion times.

The PCR is basically the core of NAT, and was the first DNA assay component being conducted on-chip. In 1993, Northrup et al. developed a microfabricated silicon-based PCR reaction chamber [@bib1]. Since then, this research area has attracted a great deal of attention, and has already blossomed into a mature stage [@bib71], [@bib72]. Early work on silicon--glass PCR microchips revealed the surface biocompatibility issue. Unlike the conventional polypropylene tubes, the PCR reagents (e.g. Taq polymerase, DNA template, primers, dNTPs, and metal ions) may adsorb to the microchamber surfaces, thereby greatly reducing the amplification efficiency. In view of this, various methodologies have been developed to passivate the surfaces. They can be classified into static and dynamic passivations. In static passivation, the chamber surface is coated with a PCR friendly substance prior to the introduction of the PCR master mix. Silanization has been proven to be an effective way to passivate glass substrates [@bib73]. In cases with silicon--glass hybrid microchambers, a polymer coating is needed after the silanization step [@bib6]. Another commonly used static passivation for silicon substrates is silicon dioxide (SiO~2~) coating [@bib6], [@bib7], which is compatible with clean-room processes and gives very consistent amplifications. Moreover, Teflon [@bib74] and parylene-C [@bib13] coatings were found to improve the performance of silicon dioxide- and polycarbonate-based microdevices, respectively. In dynamic passivation, the passivation agent is included in the PCR reaction mixture. Bovine serum albumin (BSA) [@bib75], polyethylene glycol (PEG), and polyvinylpyrrolidone (PVP) [@bib73], [@bib76] exhibited significant surface passivation effect in native glass and silicon--glass microchips. It is important to note that these two passivation methods are not mutually exclusive. For instance, silanization--BSA [@bib77], [@bib78], SiO~2~--BSA [@bib77], [@bib79], SiO~2~--PEG/PVP [@bib76] as well as BSA--BSA [@bib14] have been demonstrated.

Thermal control is another essential parameter in achieving successful PCR. There are two basic formats of PCR microchip according to its heating algorithm: stationary and flow types. In the former format, similar to the conventional thermal cycler kind of operation, the PCR mixture is enclosed within a microchamber and is heat cycled to the denaturation, annealing, and extension temperatures [@bib3], [@bib5], [@bib7], [@bib11], [@bib77], [@bib79], [@bib80], [@bib81], [@bib82], [@bib83], [@bib84], [@bib85]. An example of such is elucidated in [Fig. 3](#fig3){ref-type="fig"}A; while in the latter format, the mixture is pumped through thermostated temperature zones on a microchip [@bib78], [@bib86], [@bib87], [@bib88], [@bib89], [@bib90], as illustrated in [Fig. 3](#fig3){ref-type="fig"}B. The main advantage of the flow format is its high speed as there is no need to heat up and cool down the microchip. Nonetheless, it suffers from lower flexibility in terms of cycle number and duration selection as compared to stationary format. In fact, the overall amplification speed can be tuned by the flowrate, but the relative duration of each step is fixed by the microchannel design. The thermal characteristics of the microchips are best evaluated by heating and cooling rates, power consumption, and temperature uniformity. Taking advantage of the small thermal mass of the microchip, high temperature ramp rates and small power consumption can easily be achieved by patterning thin-film heater onto the microchip [@bib3], [@bib77], [@bib78], [@bib82], [@bib83], [@bib84], [@bib87], [@bib90]. Special thermal isolation structures have been fabricated on silicon-based microchambers, resulting in fast thermal cycling (heating and cooling rates of 36--90 and 22--74 °C/s, respectively [@bib82], [@bib83], [@bib84]) with small power requirement (∼1 W).Fig. 3(A) Temperature profile of silicon--glass microchamber. Inset: photographs of the PCR microchip showing the integrated Pt heaters and temperature sensors (left) and the 8 μl reaction chamber (right). (B) Layout of a continuous-flow PCR chip. Adapted from ref. [@bib86].

Material selection deserves great attention when designing one\'s own amplification unit. The majority of PCR microchips were formed by bonding (anodic [@bib6], [@bib74], [@bib77], [@bib78], [@bib79], [@bib84], thermal [@bib80], [@bib89], or glue [@bib82]) two substrates (silicon, glass, or plastic) together, except those using a mineral oil layer to prevent reagent evaporation during PCR [@bib83], [@bib91]. Depending on the application or some other criteria such as detection method, different combinations of materials have been demonstrated. Among them, silicon--glass hybrid is by far the most common one [@bib5], [@bib74], [@bib77], [@bib78], [@bib79], [@bib82], [@bib83], [@bib84]. If the PCR microchamber/microchannel is etched in a silicon substrate, then the glass substrate acts as a cover plate, and vice versa. Thin-film heaters and temperature sensors are usually patterned on the silicon substrate to ensure good temperature uniformity as a result of its high thermal conductivity. Silicon--silicon microchip has also been developed with a dual-heater reaction chamber design [@bib1]. For PCR--CE monolithic microchips, glass--glass assembly is the desired choice due to the high voltage used in the electrophoretic separation of DNA fragments [@bib81], [@bib92]. Considering the fabrication of disposable devices, polymer has the advantage of low cost compared to silicon and glass. Polycarbonate [@bib13], [@bib80] and polyimide [@bib93] microreactors as well as polydimethylsiloxane--glass hybrid microchip [@bib94] have been successfully utilized for the PCR amplification.

Some work has been done to improve throughput with microchamber array [@bib79], [@bib95], [@bib96], while others focused on the assay sensitivity and demonstrated single copy amplification [@bib75], [@bib91]. Besides the PCR, other DNA amplification strategies [@bib97], [@bib98], including ligase chain reaction, strand displacement amplification, and rolling-circle amplification, can be carried out in microfluidic chip environment. If the target is RNA, then reverse transcription-PCR (RT-PCR) or nucleic acid sequence-based amplification (NASBA) can be used instead.

4. Product detection {#section.0025}
====================

Nowadays, methods to detect NA are many and varied [@bib99]. DNA sensor that converts the biorecognition event into an electrical signal is a crucial component of any bioanalytical system for sequence-specific NAT. The sensing protocol basically involves the immobilization of an oligonucleotide onto a transducer surface, and upon the hybridization of complementary target sequence, the binding event is detected by optical, microgravimetric (mass-sensitive), or electrochemical methods. Among them, optical method, in particular, fluorescence-based technique is the most sensitive one and has received the greatest attention in the conventional setting. Nonetheless, the integration of the entire optical system (e.g., laser diode, photodiode, and filter) onto a monolithic chip requires sophisticated fabrication processes, and thereby very costly. In view of this, the electrochemistry-based approach is more suitable for POC and on-site testing with portable analyzers due to its inherent advantages of high speed, low cost, simple instrumentation, and ease of miniaturization. In recent years, a few comprehensive reviews on the electrochemical DNA sensors have been reported [@bib100], [@bib101], [@bib102], [@bib103], [@bib104]. Herein, the focus is on microchip-based/compatible methodologies and the detection of real samples/PCR amplicons is highlighted.

Electrochemical transduction of the hybridization event can be classified into two categories: label-based and label-free approaches. The label-based approach can be further subdivided into intercalator/groove binder, non-intercalating marker, and nanoparticle. On the other hand, the label-free approach is based on the intrinsic electroactivity of the DNA purine bases or the change in interfacial properties (e.g. capacitance and electron transfer resistance) upon hybridization.

The first electrochemical DNA biosensor was reported by Millan and Mikkelsen [@bib105] in 1993, which was based on hybridization indicators of tris(2,2′-bipyridyl)cobalt(III) (Co(bpy)~3~ ^3+^) or tris(1,10-phenanthroline)cobalt(III) (Co(phen)~3~ ^3+^). These groove binders or intercalators have higher affinities with dsDNA (probe--target hybrid) than with single-stranded (ss) one (unhybridized probe), leading to the accumulation of redox indicator at the hybrid-formed electrode surface and thus an increased current signal during voltammetric scan [@bib106]. Electroactive intercalators and groove binders other than metal complexes have been extensively studied since Hashimoto et al. published their work on the voltammetric characterization of some commercially available indicators [@bib107]. Hoechst 33258 [@bib108], [@bib109] and daunomycin [@bib110], which behave in a similar fashion as Co(bpy)~3~ ^3+^ and Co(phen)~3~ ^3+^, have been successfully applied for real sample or PCR product detection using microfabricated electrodes (gold or screen-printed graphite). Methylene blue, on the other hand, was shown to interact with expose guanine base by Ozsoz and co-workers, thus there was a decrease in peak current upon hybrid formation [@bib111], [@bib112]. The intercalator/groove binder-based approach suffers from low sensitivity as a result of the low binding constant ratio of dsDNA to ssDNA (typical value between 1 and 2). A special redox threading intercalator (ferrocenylnaphthalene diimide), which dissociates very slowly from dsDNA (80 times slower than ssDNA) and exerts little stabilizing effect on the complex with ssDNA (it binds four times more strongly to dsDNA than to ssDNA), was synthesized by Takenaka et al. to lower the detection limit [@bib113], [@bib114].

One way to ensure that the hybridization indicator binds exclusively to either ssDNA or dsDNA is to label the probe or the target with a redox marker. Motorola\'s Clinical Micro Sensors Division developed a novel sandwich hybridization assay with a ferrocene-modified reporter probe [@bib115], as illustrated in [Fig. 4](#fig4){ref-type="fig"}A. A gold electrode was coated with a self-assembled monolayer (SAM) containing a DNA capture probe. Unlabeled target was bound to the surface of the SAM through hybridization with the capture probe. The ferrocene-labeled reporter probe, which was complementary to the target in the region next to the capture probe-binding site, was then held in close proximity to the SAM. The core feature of this detection platform was the ability of the SAM to have electron transfer between the immobilized ferrocene and the gold, while insulating the electrode from the unbound reporter probes. This eSensor™, with its high selectivity, has been widely employed for real clinical samples [@bib116]. Two other ferrocene-labeled capture probe-based formats were developed by Fan et al. [@bib117] ([Fig. 4](#fig4){ref-type="fig"}B) and Immoos et al. [@bib118] ([Fig. 4](#fig4){ref-type="fig"}C) for the reagentless hybridization detection. The former one was based on molecular beacon type of probe with the hybridization event induced a large conformational change in the stem--loop structure, and thus a decrease in the electron transfer efficiency. In the latter scheme, the capture sequence and the probe sequence (end modified with ferrocene) were linked together via a flexible poly(ethylene glycol) spacer, forming a tri-block macromolecule that was immobilized on a gold electrode surface. The hybridization of a target molecule brought the ferrocene closer to the electrode surface and resulted in an increase in current. An electroactive bead-based amplification strategy with ferrocene compound was reported by Wang et al. [@bib119]. In their work, polystyrene microsphere was internally loaded with ferrocenecarboxaldehyde marker (5 × 10^11^ molecules/sphere) and was externally modified with a target sequence. Magnetic microparticle immobilized with a probe sequence was used for the selective capture of the target. Such high redox signal per binding event gave rise to a detection limit of 31,000 target molecules.Fig. 4(A) Schematic diagram showing eSensor^™^\'s sandwich hybridization assay with ferrocene-labeled reporter/signaling probe. Adapted from ref. [@bib115]. (B). Pictorial representation of the working principle of the molecular beacon-type capture probe labeled with ferrocene group for the reagentless sequence-specific DNA detection. Adapted from ref. [@bib117]. (C) Electrochemical detection of target DNA sequence using a ferrocene-labeled oligonucleotide-poly(ethylene glycol) triblock macromolecule. Adapted from ref. [@bib118].

Another important class of hybridization indicators that has intrinsic signal amplification capability is redox enzyme. The majority of enzyme-amplified electrochemical DNA hybridization assays utilized horseradish peroxidase (HRP). There have been two main schemes for HRP-based signal transduction. Heller and co-workers pioneered the amperometric sandwich format [@bib120], [@bib121], [@bib122]. The test involved the immobilization of a capture probe onto a redox polymer-coated carbon-based electrode. Then, cohybridization of target and HRP-label reporter probe occurred at the capture probe-modified surface. The redox polymer electrically wired HRP reaction center upon the sandwich hybridization and the whole structure became a catalyst for hydrogen peroxide (H~2~O~2~) electroreduction. Target sequence as few as 3000 copies was detected with this technique [@bib122]. Willner and co-workers developed a novel method based on the enzyme-catalyzed precipitation of an insoluble product coupled with Faradaic impedance measurement [@bib123], [@bib124], [@bib125]. In their approach, a capture probe-modified gold electrode was hybridized with a target-biotinylated reported probe, followed by the attachment of avidin--HRP. The enzyme catalyzed the oxidation of 4-chloro-1-naphthol by H~2~O~2~, forming an insoluble precipitate on the conductive support and blocking the interfacial electron transfer. Other redox enzymes such as alkaline phosphatase (ALP) [@bib126], glucose oxidase [@bib127], and bilirubin oxidase [@bib128] have also been exploited. Moreover, a number of research groups have devoted themselves to the development of microelectrode array for multiplexed detection [@bib129], [@bib130], [@bib131]. Additional amplification with multiple labels per binding event with carbon nanotube (CNT), 9600 ALP/CNT, was demonstrated by Wang et al. [@bib132].

There has been continuous search for better hybridization indicators in terms of sensitivity and specificity. Since Mirkin and co-workers published their work on the nanoparticle probe-based scanometric DNA detection with extraordinary high selectivity in 2000 [@bib133], there has been considerable interest in utilizing the gold nanoparticle as an electrochemical hybridization indicator. Authier et al. reported the sensitive quantification of an amplified 406 bp human cytomegalovirus DNA sequence with gold nanoparticle probe [@bib134]. The assay relied on (1) immobilization of the amplified sequence (in denatured form) onto a polystyrene microwell; (2) hybridization of a colloidal gold-labeled probe to the immobilized target; (3) release of the gold metal atoms by oxidative metal dissolution (with acidic bromine--bromide solution); and (4) determination of the solubilized Au^3+^ ions by anodic stripping voltammetry at a screen-printed microband electrode. Later on, other similar schemes were reported [@bib135], [@bib136]. To further increase the sensitivity of the gold nanoparticle-based assay, a signal amplification step coined silver enhancement can be carried out [@bib137], [@bib138], [@bib139], [@bib140]. In this process, the gold nanoparticle catalyzes the reduction of silver ions to silver metal at the nanoparticle surface in the presence of hydroquinone, lowering the detection limit by ∼100 times. It should be noted that the chemical deposition process requires extremely precise time and temperature control. Aiming at a microchip-compatible strategy, Hsing and co-workers developed an electrodeposition means to substitute the chemical one. The protocol commenced with the immobilization of a capture probe onto an electroconductive polymer-coated indium tin oxide (ITO) electrode. Subsequently, in the presence of a biotinylated target, streptavidin--gold was bound to the electrode surface. The onset silver deposition potential for the gold nanoparticle bound sensor surface (with the target) is more positive than the surface without the gold nanoparticle (without the target). With proper selection of the deposition potential, silver deposition occurred preferentially at the target-bound surface.

Mirkin and co-workers presented a promising electrical hybridization detection with the silver--gold (chemical enhancement) approach. The binding event localized gold nanoparticles in an electrodes gap, and the silver enhancement on these nanoparticles bridged the gap, leading to readily measurable conductivity changes. In addition to gold nanoparticle, Wang et al. demonstrated the use of inorganic nanocrystal tracers (zinc sulfide, cadmium sulfide, and lead sulfide) for the simultaneous detection of multiple DNA targets [@bib141].

Indicator-free approaches are emerging technologies in the electrochemical DNA biosensors for simple and fast transduction of the hybridization events. One approach is based on the electroactivity of DNA bases, in particular, the guanine base. This type of sensor requires the immobilization of an inosine-substituted (guanine-free) capture probe onto a solid support (electrode or magnetic bead). The inosine moiety can base-pair with cytosine, but its electroactivity is three orders of magnitude lower than that of guanine [@bib142]. Therefore, the duplex formation can be monitored by the appearance of the guanine oxidation peak [@bib143], [@bib144], [@bib145], [@bib146]. Besides direct oxidation of the guanine base, electrocatalytic oxidation by a redox mediator, Ru(bpy)~3~ ^3+^ (bpy = 2,2′-bipyridine), has been demonstrated [@bib147], [@bib148].

Another approach of the label-free electrochemical transduction is based on changes in interfacial properties. One such example was an electroactive polypyrrole functionalized with an oligonucleotide capture probe [@bib149]. Specific hybridization of this grafted oligonucleotide with its target induced a significant change in the electrochemical response (voltammetric signal) of the polypyrrole and enabled a sensitive electrical reading of the recognition process. Different signal transduction methods like chronoamperometry [@bib150], [@bib151] and impedance [@bib152] can also be used to probe the hybridization event. Another interfacial properties-related example was ion-channel sensor. In a pH 7 buffer, a gold electrode modified with SAM of peptide nucleic acid (PNA) and 8-amino-1-octanethiol was positively charged due to the protonated amino group. Thus, the electron transfer reaction between an electroactive marker \[Ru(NH~3~)~6~\]^3+^ and the electrode was hindered because of the electrostatic repulsion between them. Nonetheless, binding of a target sequence to the PNA probe provided an excess negative charge at the surface, thereby facilitating the access of \[Ru(NH~3~)~6~\]^3+^ to the electrode surface and its redox reaction. This was indicated by the increase in \[Ru(NH~3~)~6~\]^3+^ reduction current during square-wave voltammetric scan [@bib153].

Recently, there has been a sudden increase in the number of publications on the direct electrochemical/electrical detection of the hybridization event on semiconductor [@bib154], [@bib155] or electrode [@bib156] or field effect transistor (FET) [@bib157], [@bib158], [@bib159] surfaces. These integrated circuit (IC)-compatible sensors, when combined with the state-of-the-art nanotechnology (e.g. silicon nanowire [@bib160]), hold great promise for direct ultrasensitive electrical detection of specific DNA sequences.

5. Future directions and conclusions {#section.0030}
====================================

After many years of tremendous research efforts in the area of lab-on-a-chip for DNA analysis, almost all individual analytical processes of sample preparation, target amplification, and target detection have reached a mature stage. Nonetheless, portable bioanalytical systems for POC and on-site testing are still in its infancy. To realize handheld DNA analyzers, all the functionalities have to be integrated and the entire operation be automated. One key element to address these issues is microfluidic control. It consists of sample/reagent introduction (macro- to micro-environment interfaces); liquid handling (e.g. mixing); sample/reagent transfer from one module to another one; and on-chip valving/pumping [@bib11]. It should be noted that individual processing steps do not have to be spatially separated. The implementation of two or more functions in the same microvolume reduces the complexity of the design and fabrication as well as cost of the device. For instance, a microchamber in polycarbonate was used for target cell capture and preconcentration together with subsequent cell lysis and PCR ([Fig. 5](#fig5){ref-type="fig"}A) [@bib20], whereas a silicon--glass microchamber was used for PCR and electrochemical detection ([Fig. 5](#fig5){ref-type="fig"}B) [@bib161].Fig. 5(A) Schematic of the polycarbonate fluidic chip developed by Motorola Labs. Adapted from ref. [@bib20]. (B) Photos showing the top (left) and bottom (right) views of the integrated PCR--electrochemical chip. WE: gold working electrode; CE: Pt counter electrode; and RE: Pt pseudo reference electrode.

There has been keen debate on the need for the PCR if we can accurately detect very low copies of specific DNA sequences (thousands down to the single copy limit). Meanwhile, people argue that there is no need to push the detection limit of the sensor given that the PCR amplicon concentration usually reaches a plateau after 35 cycles irrespective of the initial target amount. It makes sense that it is redundant to perform the PCR if one can detect the sample directly. In reality, the sample contains trace amount of target sequence along with a plethora of unwanted NA even after the sample preparation step. These unwanted NA may interfere with the specific detection of the target sequence. In view of this, the PCR functions to enrich the target sequence so as to minimize the interference. Regarding the detection limit issue, the ability to detect lower DNA concentration at low cycle number allows accurate quantification of the target sequence, which is not possible with the PCR end-point detection (yes or no answer only).

Nanotechnology is going to play a leading role in the development of the disposable DNA analytical chips, especially the electrochemical/electrical detection module. An ideal sensor should be fast, simple, specific, sensitive, and multiplexed. Just like the test strip in glucose and pregnancy tests, the future DNA analytical systems most likely rely on disposable and inexpensive assay chips/cartridges, so as to minimize the potential cross-contamination. The successful development of a DNA analyzer in everyone\'s hand will have an unprecedented impact on our healthcare, and is anticipated to come true soon.
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